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Technical note TN-I-13: Sensor module replacement in MCT 150 Monitor Calibration Tool

Service instruction Issued: 2020-02-27
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The items you need.

1. Remove the battery cover. 2. Remove the back cover. 3. Unplug the sensor module.
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4.  Mount the sensor module 5.  Remove the old sticker. 6. Mount the new sticker.
in the plug-in socket
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